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LABORATORY NAME: Analytical Chemistry Business Unit (2)

STUDY DATE: 2001.03.31

	SAMPLE ID
	MATRIX
	PARAMETER
	UNITS
	REFERENCE VALUE
	REPORTED VALUE
	AD VALUE
	(Z SCORE) / 2
	POINTS ASSIGNED
	PE SCORE

	
	
	
	
	
	
	
	
	
	

	C02-1
	Water
	DAG
	MG/L
	0.05
	0.051
	0.011
	0.09
	5
	

	C02-2
	Water
	DAG
	MG/L
	0.02
	0.02
	0.007
	0.00
	5
	

	C02-3
	Water
	DAG
	MG/L
	0.024
	0.026
	0.007
	0.29
	5
	

	C02-4
	Water
	DAG
	MG/L
	0.03
	0.031
	0.008
	0.13
	5
	100

	
	
	
	
	
	
	
	
	
	

	C02-1
	Water
	DAL
	MG[L
	0.03
	0.031
	0.021
	0.05
	5
	

	C02-2
	Water
	DAL
	MG/L
	0.049
	0.048
	0.022
	-0.05
	5
	

	C02-3
	Water
	DAL
	MG/L
	0.099
	0.097
	0.024
	-0.08
	5
	

	C02-4
	Water
	DAL
	MG/L
	0.193
	0.179
	0.028
	-0.50
	5
	100

	
	
	
	
	
	
	
	
	
	

	C02-1
	Water
	DB
	MG/L
	0.014
	0.014
	0.01
	0.00
	5
	

	C02-2
	Water
	DB
	MG/L
	0.032
	0.031
	0.022
	-0.05
	5
	

	C02-3
	Water
	DB
	MG/L
	0.044
	0.044
	0.031
	0.00
	5
	

	C02-4
	Water
	DB
	MG/L
	0.058
	0.054
	0.04
	-0.10
	5
	100

	
	
	
	
	
	
	
	
	
	

	C02-1
	Water
	DBA
	MG/L
	0.102
	0.099
	0.019
	-0.16
	5
	

	C02-2
	Water
	DBA
	MG/L
	0.49
	0.477
	0.054
	-0.24
	5
	

	C02-3
	Water
	DBA
	MG/L
	1.21
	1.17
	0.119
	-0.34
	5
	

	C02-4
	Water
	DBA
	MG/L
	1.79
	1.78
	0.172
	-0.06
	5
	100

	
	
	
	
	
	
	
	
	
	

	C02-1
	Water
	DBE
	MG/L
	0.083
	0.083
	0.01
	0.00
	5
	

	C02-2
	Water
	DBE
	MG/L
	0.253
	0.253
	0.025
	0.00
	5
	

	C02-3
	Water
	DBE
	MG/L
	0.302
	0.293
	0.029
	-0.31
	5
	

	C02-4
	Water
	DBE
	MG/L
	0.398
	0.389
	0.038
	-0.24
	5
	100

	
	
	
	
	
	
	
	
	
	

	C02-1
	Water
	DCD
	MG/L
	0.016
	0.015
	0.003
	-0.33
	5
	

	C02-2
	Water
	DCD
	MG/L
	0.029
	0.028
	0.004
	-0.25
	5
	

	C02-3
	Water
	DCD
	MG/L
	0.044
	0.043
	0.005
	-0.20
	5
	

	C02-4
	Water
	DCD
	MG/L
	0.057
	0.055
	0.006
	-0.33
	5
	100

	
	
	
	
	
	
	
	
	
	

	C02-1
	Water
	DCO
	MG/L
	0.028
	0.028
	0.006
	0.00
	5
	

	C02-2
	Water
	DCO
	MG/L
	0.075
	0.074
	0.011
	-0.09
	5
	

	C02-3
	Water
	DCO
	MG/L
	0.121
	0.117
	0.015
	-0.27
	5
	

	C02-4
	Water
	DCO
	MG/L
	0.143
	0.14
	0.017
	-0.18
	5
	100

	
	
	
	
	
	
	
	
	
	

	C02-1
	Water
	DCR
	MG/L
	0.054
	0.055
	0.009
	0.11
	5
	

	C02-2
	Water
	DCR
	MG/L
	0.283
	0.282
	0.032
	-0.03
	5
	

	C02-3
	Water
	DCR
	MG/L
	0.356
	0.35
	0.04
	-0.15
	5
	

	C02-4
	Water
	DCR
	MG/L
	0.513
	0.509
	0.055
	-0.07
	5
	100

	
	
	
	
	
	
	
	
	
	

	C02-1
	Water
	DCU
	MG/L
	0.033
	0.033
	0.007
	0.00
	5
	

	C02-2
	Water
	DCU
	MG/L
	0.09
	0.09
	0.011
	0.00
	5
	

	C02-3
	Water
	DCU
	MG/L
	0.29
	0.291
	0.027
	0.04
	5
	

	C02-4
	Water
	DCU
	MG/L
	0.383
	0.376
	0.035
	-0.20
	5
	100
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LABORATORY NAME: Analytical Chemistry Business Unit (2)

STUDY DATE: 2001.03.31

	SAMPLE ID
	MATRIX
	PARAMETER
	UNITS
	REFERENCE VALUE
	REPORTED VALUE
	AD VALUE
	(Z SCORE) / 2
	POINTS ASSIGNED
	PE SCORE

	
	
	
	
	
	
	
	
	
	

	C02-1
	Water
	DFE
	MG/L
	0.11
	0.108
	0.024
	-0.08
	5
	

	C02-2
	Water
	DFE
	MG/L
	0.349
	0.337
	0.045
	-0.27
	5
	

	C02-3
	Water
	DFE
	MG/L
	1.17
	1.14
	0.119
	-0.25
	5
	

	C02-4
	Water
	DFE
	MG/L
	2.13
	2.15
	0.206
	0.10
	5
	100

	
	
	
	
	
	
	
	
	
	

	C02-1
	Water
	DMN
	MG/L
	0.044
	0.044
	0.007
	0.00
	5
	

	C02-2
	Water
	DMN
	MG/L
	0.154
	0.152
	0.015
	-0.13
	5
	

	C02-3
	Water
	DMN
	MG/L
	0.293
	0.29
	0.025
	-0.12
	5
	

	C02-4
	Water
	DMN
	MG/L
	0.366
	0.361
	0.03
	-0.17
	5
	100

	
	
	
	
	
	
	
	
	
	

	C02-1
	Water
	DMO
	MG/L
	0.037
	0.037
	0.007
	0.00
	5
	

	C02-2
	Water
	DMO
	MG/L
	0.089
	0.09
	0.01
	0.10
	5
	

	C02-3
	Water
	DMO
	MG/L
	0.288
	0.285
	0.024
	-0.13
	5
	

	C02-4
	Water
	DMO
	MG/L
	0.426
	0.418
	0.034
	-0.24
	5
	100

	
	
	
	
	
	
	
	
	
	

	C02-1
	Water
	DNI
	MG/L
	0.068
	0.067
	0.012
	-0.08
	5
	

	C02-2
	Water
	DNI
	MG/L
	0.134
	0.131
	0.018
	-0.17
	5
	

	C02-3
	Water
	DNI
	MG/L
	0.29
	0.284
	0.03
	-0.20
	5
	

	C02-4
	Water
	DNI
	MG/L
	0.438
	0.431
	0.042
	-0.17
	5
	100

	
	
	
	
	
	
	
	
	
	

	C02-1
	Water
	DPB
	MG/L
	0.05
	0.052
	0.019
	0.11
	5
	

	C02-2
	Water
	DPB
	MG/L
	0.251
	0.249
	0.037
	-0.05
	5
	

	C02-3
	Water
	DPB
	MG/L
	0.394
	0.39
	0.05
	-0.08
	5
	

	C02-4
	Water
	DPB
	MG/L
	0.43
	0.422
	0.053
	-0.15
	5
	100

	
	
	
	
	
	
	
	
	5
	

	C02-1
	Water
	DSN
	MG/L
	0.005
	0.005
	0.005
	0.00
	5
	

	C02-2
	Water
	DSN
	MG/L
	0.015
	0.015
	0.013
	0.00
	5
	

	C02-3
	Water
	DSN
	MG/L
	0.024
	0.025
	0.021
	0.05
	5
	

	C02-4
	Water
	DSN
	MG/L
	0.052
	0.052
	0.045
	0.00
	5
	100

	
	
	
	
	
	
	
	
	
	

	C02-1
	Water
	DTI
	MG/L
	0.254
	0.249
	0.017
	-0.29
	5
	

	C02-2
	Water
	DTI
	MG/L
	0.122
	0.119
	0.01
	-0.30
	5
	

	C02-3
	Water
	DTI
	MG/L
	0.313
	0.305
	0.02
	-0.40
	5
	

	C02-4
	Water
	DTI
	MG/L
	0.445
	0.44
	0.026
	-0.19
	5
	100

	
	
	
	
	
	
	
	
	
	

	C02-1
	Water
	DTL
	MG/L
	0.006
	0.006
	0.005
	0.00
	5
	

	C02-2
	Water
	DTL
	MG/L
	0.016
	0.017
	0.013
	0.08
	5
	

	C02-3
	Water
	DTL
	MG/L
	0.035
	0.035
	0.028
	0.00
	5
	

	C02-4
	Water
	DTL
	MG/L
	0.059
	0.06
	0.047
	0.02
	5
	100

	
	
	
	
	
	
	
	
	
	

	C02-1
	Water
	DU
	MG/L
	0.006
	0.007
	0.005
	0.20
	5
	

	C02-2
	Water
	DU
	MG/L
	0.017
	0.018
	0.014
	0.07
	5
	

	C02-3
	Water
	DU
	MG/L
	0.051
	0.054
	0.041
	0.07
	5
	

	C02-4
	Water
	DU
	MG/L
	0.057
	0.059
	0.045
	0.04
	5
	100


Appendix I (continue)

DATE.  May 17, 2001                          CAEAL PROFICIENCY TESTING PROGRAM

PROFICIENCY TESTING REPORT



PAGE: 3

LABORATORY NAME: Analytical Chemistry Business Unit (2)

STUDY DATE: 2001.03.31

	SAMPLE ID
	MATRIX
	PARAMETER
	UNITS
	REFERENCE VALUE
	REPORTED VALUE
	AD VALUE
	(Z SCORE) / 2
	POINTS ASSIGNED
	PE SCORE

	
	
	
	
	
	
	
	
	
	

	C02-1
	Water
	DV
	MG/L
	0.037
	0.037
	0.006
	0.00
	5
	

	C02-2
	Water
	DV
	MG/L
	0.179
	0.18
	0.019
	0.05
	5
	

	C02-3
	Water
	DV
	MG/L
	0.431
	0.423
	0.042
	-0.19
	5
	

	C02-4
	Water
	DV
	MG/L
	0.523
	0.51
	0.05
	-0.26
	5
	100

	
	
	
	
	
	
	
	
	
	

	C02-1
	Water
	DZN
	MG/L
	0.051
	0.051
	0.009
	0.00
	5
	

	C02-2
	Water
	DZN
	MG/L
	0.143
	0.142
	0.017
	-0.06
	5
	

	C02-3
	Water
	DZN
	MG/L
	0.23
	0.226
	0.025
	-0.16
	5
	

	C02-4
	Water
	DZN
	MG/L
	0.318
	0.306
	0.033
	-0.36
	5
	100

	
	
	
	
	
	
	
	
	
	

	C19-1
	Water
	HG
	µg/L
	0.55
	0.58
	0.21
	0.14
	5
	

	C19-2
	Water
	HG
	µg/L
	1.75
	1.81
	0.45
	0.13
	5
	

	C19-3
	Water
	HG
	µg/L
	3.1
	3.21
	0.72
	0.15
	5
	

	C19-4
	Water
	HG
	µg/L
	4.79
	5.24
	1.06
	0.42
	5
	100

	
	
	
	
	
	
	
	
	
	

	C02-1
	Water
	TAS
	µg/L
	5.4
	5.3
	3.1
	-0.03
	5
	

	C02-2
	Water
	TAS
	µg/L
	14.9
	14.8
	5
	-0.02
	5
	

	C02-3
	Water
	TAS
	µg/L
	26.8
	26.1
	7.4
	-0.09
	5
	

	C02-4
	Water
	TAS
	µg/L
	49.1
	46.2
	11.8
	-0.25
	5
	100

	
	
	
	
	
	
	
	
	
	

	C02-1
	Water
	TSB
	µg/L
	10.7
	10.3
	5.1
	-0.08
	5
	

	C02-2
	Water
	TSB
	µg/L
	41.4
	42.5
	11.3
	0.10
	5
	

	C02-3
	Water
	TSB
	µg/L
	57.2
	55.3
	14.4
	-0.13
	5
	

	C02-4
	Water
	TSB
	µg/L
	80.6
	79.6
	19.1
	-0.05
	5
	100

	
	
	
	
	
	
	
	
	
	

	C02-1
	Water
	TSE
	µg/L
	13.7
	13.4
	3.9
	-0.08
	5
	

	C02-2
	Water
	TSE
	µg/L
	17.5
	16.7
	4.9
	-0.16
	5
	

	C02-3
	Water
	TSE
	µg/L
	34
	33.8
	9
	-0.02
	5
	

	C02-4
	Water
	TSE
	µg/L
	55.8
	55.6
	14.4
	-0.01
	5
	100


Appendix II

DATE.  May 16, 2001                           CAEAL PROFICIENCY TESTING PROGRAM

PROFICIENCY TESTING REPORT



 PAGE: 1

LABORATORY NAME: Analytical Chemistry Business Unit

STUDY DATE: 2001.03.31

	SAMPLE ID
	MATRIX
	PARAMETER
	UNITS
	REFERENCE VALUE
	REPORTED VALUE
	AD VALUE
	(Z SCORE) / 2
	POINTS ASSIGNED
	PE SCORE

	
	
	
	
	
	
	
	
	
	

	C09-1
	Air
	CD
	µg/HVF
	8.4
	8.7
	2.3
	0.13
	5
	

	C09-2
	Air
	CD
	µg/HVF
	20.2
	20.5
	5.1
	0.06
	5
	

	C09-3
	Air
	CD
	µg/HVF
	25.3
	26.5
	6.3
	0.19
	5
	

	C09-4
	Air
	CD
	µg/HVF
	23.4
	24.7
	5.8
	0.22
	5
	100

	
	
	
	
	
	
	
	
	
	

	C09-1
	Air
	CU
	µg/HVF
	33.5
	34.7
	7.8
	0.15
	5
	

	C09-2
	Air
	CU
	µg/HVF
	40.7
	40.8
	9.1
	0.01
	5
	

	C09-3
	Air
	CU
	µg/HVF
	42.1
	41.9
	9.4
	-0.02
	5
	

	C09-4
	Air
	CU
	µg/HVF
	8.6
	8.7
	3
	0.03
	5
	100

	
	
	
	
	
	
	
	
	
	

	C10-1
	Air
	NO3
	µg/HVF
	88
	83
	2.1
	-0.24
	5
	

	C10-2
	Air
	NO3
	µg/HVF
	74
	76
	1.9
	0.11
	5
	

	C10-3
	Air
	NO3
	µg/HVF
	438
	433
	56
	-0.09
	5
	

	C10-4
	Air
	NO3
	µg/HVF
	147
	150
	27
	0.11
	5
	100

	
	
	
	
	
	
	
	
	
	

	C09-1
	Air
	PB
	µg/HVF
	71.3
	76.6
	18.3
	0.29
	5
	

	C09-2
	Air
	PB
	µg/HVF
	9.9
	11.5
	3.6
	0.44
	5
	

	C09-3
	Air
	PB
	µg/HVF
	22.2
	24.4
	6.5
	0.34
	5
	

	C09-4
	Air
	PB
	µg/HVF
	17.9
	19.4
	5.5
	0.27
	5
	100

	
	
	
	
	
	
	
	
	
	

	C10-1
	Air
	SO4
	µg/HVF
	43
	34
	2.1
	-0.43
	5
	

	C10-2
	Air
	SO4
	µg/HVF
	157
	158
	33
	0.03
	5
	

	C10-3
	Air
	SO4
	µg/HVF
	483
	498
	65
	0.23
	5
	

	C10-4
	Air
	SO4
	µg/HVF
	58
	57
	23
	-0.04
	5
	100

	
	
	
	
	
	
	
	
	
	

	C09-1
	Air
	ZN
	µg/HVF
	40.7
	41.1
	15.4
	0.03
	5
	

	C09-2
	Air
	ZN
	µg/HVF
	8.6
	8.9
	4.8
	0.06
	5
	

	C09-3
	Air
	ZN
	µg/HVF
	48.5
	50
	18
	0.08
	5
	

	C09-4
	Air
	ZN
	µg/HVF
	39.7
	40.8
	15.1
	0.07
	5
	100


